Software studies for germanium detectors data analysis.
Efficiency calibrations of multiple high-purity germanium (HPGe) detectors are being maintained at the National Institute of Standards and Technology (NIST). Four generally available software packages for HPGe detector gamma-ray spectrum analysis, including the one currently used at NIST, were tested on spectra collected from two HPGe detectors at different source-to-detector distances and using point sources and ampoules as calibration geometries. The resulting efficiency curves were inter-compared.